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	Company / ISO Section 
	Criteria of ISO Section
	Auditor Comments / Issues

	Viamed Ltd ISO13485:2016 5.6.2 Review input
	General
The input to management review shall include, but is not limited to, information arising from: 
a) feedback; 
b) complaint handling; 
c) reporting to regulatory authorities; 
d) audits; 
e) monitoring and measurement of processes; 
f) monitoring and measurement of product; 
g) corrective action; 
h) preventive action; 
i) follow-up actions from previous management reviews; 
j) changes that could affect the quality management system; 
k) recommendations for improvement; 
l) applicable new or revised regulatory requirements.
	

	Viamed Ltd ISO13485:2016 7.1
	Planning of product realization 
The organization shall plan and develop the processes needed for product realization. Planning of product realization shall be consistent with the requirements of the other processes of the quality management system. 
The organization shall document one or more processes for risk management in product realization. 
Records of risk management activities shall be maintained (see 4.2.5). 
In planning product realization, the organization shall determine the following, as appropriate: 
a) quality objectives and requirements for the product; 
b) the need to establish processes and documents (see 4.2.4) and to provide resources specific to the product, including infrastructure and work environment; 
c) required verification, validation, monitoring, measurement, inspection and test, handling, storage, distribution and traceability activities specific to the product together with the criteria for product acceptance; 
d) records needed to provide evidence that the realization processes and resulting product meet requirements (see 4.2.5). 
The output of this planning shall be documented in a form suitable for the organization’s method of operations. 
NOTE Further information can be found in ISO 14971.
	

	Viamed Ltd ISO13485:2016 7.2.1
	Determination of requirements related to product
The organization shall determine: 
a) requirements specified by the customer, including the requirements for delivery and postdelivery activities; 
b) requirements not stated by the customer but necessary for specified or intended use, as known; 
c) applicable regulatory requirements related to the product; 
d) any user training needed to ensure specified performance and safe use of the medical device; 
e) any additional requirements determined by the organization
	

	Viamed Ltd ISO13485:2016 7.2.3
	Communication
The organization shall plan and document arrangements for communicating with customers in relation to: 
a) product information; 
b) enquiries, contracts or order handling, including amendments; 
c) customer feedback, including complaints; 
d) advisory notices. 
The organization shall communicate with regulatory authorities in accordance with applicable regulatory requirements.
	

	Viamed Ltd ISO13485:2016 8.1
	General
The organization shall plan and implement the monitoring, measurement, analysis and improvement processes needed to: 
a) demonstrate conformity of product; 
b) ensure conformity of the quality management system; 
c) maintain the effectiveness of the quality management system. 
This shall include determination of appropriate methods, including statistical techniques, and the extent of their use.
	

	Viamed Ltd ISO13485:2016 8.2.1
	Feedback
As one of the measurements of the effectiveness of the quality management system, the organization shall gather and monitor information relating to whether the organization has met customer requirements. The methods for obtaining and using this information shall be documented. 
The organization shall document procedures for the feedback process. This feedback process shall include provisions to gather data from production as well as post-production activities. 
The information gathered in the feedback process shall serve as potential input into risk management for monitoring and maintaining the product requirements as well as the product realization or improvement processes. 
If applicable regulatory requirements require the organization to gain specific experience from post production activities, the review of this experience shall form part of the feedback process.
	

	Viamed Ltd ISO13485:2016 8.2.4
	Internal audit
The organization shall conduct internal audits at planned intervals to determine whether the quality management system: 
a) conforms to planned and documented arrangements, requirements of this International Standard, quality management system requirements established by the organization, and applicable regulatory requirements; 
b) is effectively implemented and maintained. 
The organization shall document a procedure to describe the responsibilities and requirements for planning and conducting audits and recording and reporting audit results. 
An audit program shall be planned, taking into consideration the status and importance of the processes and area to be audited, as well as the results of previous audits. The audit criteria, scope, interval and methods shall be defined and recorded (see 4.2.5). The selection of auditors and conduct of audits shall ensure objectivity and impartiality of the audit process. Auditors shall not audit their own work. 
Records of the audits and their results, including identification of the processes and areas audited and the conclusions, shall be maintained (see 4.2.5). 
The management responsible for the area being audited shall ensure that any necessary corrections and corrective actions are taken without undue delay to eliminate detected nonconformities and their causes. Follow-up activities shall include the verification of the actions taken and the reporting of verification results. 
NOTE Further information can be found in ISO 19011.
	

	Viamed Ltd ISO13485:2016 8.4
	Analysis of data
The organization shall document procedures to determine, collect and analyse appropriate data to demonstrate the suitability, adequacy and effectiveness of the quality management system. The procedures shall include determination of appropriate methods, including statistical techniques and the extent of their use. 
The analysis of data shall include data generated as a result of monitoring and measurement and from other relevant sources and include, at a minimum, input from: 
a) feedback; 
b) conformity to product requirements; 
c) characteristics and trends of processes and product including opportunities for improvement; 
d) suppliers; 
e) audits; 
f) service reports, as appropriate. 
If the analysis of data shows that the quality management system is not suitable, adequate or effective, the organization shall use this analysis as input for improvement as required in 8.5. 
Records of the results of analyses shall be maintained (see 4.2.5).
	

	Viamed Ltd ISO13485:2016 8.5.1
	General
The organization shall identify and implement any changes necessary to ensure and maintain the continued suitability, adequacy and effectiveness of the quality management system as well as medical device safety and performance through the use of the quality policy, quality objectives, audit results, postmarket surveillance, analysis of data, corrective actions, preventive actions and management review.
	


	
	QUESTION:
	RESPONSE:
	Y/N

	1
	Review Last years Audit. Update processes if required. 

Are all follow on Issue resolved satisfactory.


	
	

	2
	Verify that meetings are held every 6 Months.

(Sales and Marketing Meeting / Management)


	
	

	3
	Ascertain the chair of the meetings.


	
	

	4
	Check that other relevant personnel are involved in the meeting.


	
	

	5
	Check that the minutes are filed accordingly.


	
	

	6
	Does the meeting produce a subsequent personnel action plan, issues. 


	
	

	7
	Are these actions and issues followed up in a timely manner.


	
	


Review the below processes tasks and audits and ensure they are completed in a timely manner.
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