AP Valves Sensor convertors
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File a grove in the plastic jack housing to take the Molex.

Assemble the molex with two wires. Ignore the centre        connector
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Feed the wires through and connect the jack socket
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Glue the Molex into position
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The new AP sensor R22D-AP can be used with the VN202 if a male connector RS 420-5388 is connected in place of the 3 way Molex
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