APGAR Engineering Change Order Number: AP 0310100/001.
Author:
Peter Anderson.

Date:

26th January 2005.

Problem.
The front panel membrane buckles when the top and bottom caps and sealing gaskets are screwed on.  This is because the sealing gasket has a 0.75mm lip, which protrudes over the front extrusion.

Curative action.
Reduce the membrane height by 1mm both top and bottom - giving a total height of 105.8mm.

Implementation.
All new production.

